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Slaughter

House and Meat Industry Sectional Committee,

FAD 56

NATIONAL

FOREWORD

This Indian Standard (Part 10) (First Revision) which is identical with ISO 2917:1999 `Meat and meat products -- Measurement of pH -- Reference method' issued by the International Organization for Standardization (ISO) was adopted by the Bureau of Indian Standards on the recommendation of Slaughter House and Meat Industry Sectional Committee and approval of the Food and Agriculture Division Council. This standard was originally published. in 1988 based on the earlier version of the International Standard, namely, ISO 2917:1974 under dual numbering. This is being revised to align with the revised version, namely, ISO 2917:1999. In the adopted standard, certain terminology and conventions are not identical to those used in the Indian Standards. Attention is particularly drawn to the following: a) Wherever the words `International read as `Indian Standard'; and Standard' appear referring to this standard, they should be the current practice

b) Comma (,) has been used as a decimal marker while in Indian Standards, is to use a point (.) as the decimal marker. CROSS REFERENCES

In this adopted standard, the following International Standards are referred to. Read in their respective place the following: International Standard Corresponding IS 1070:1992 revision) Indian Standard Degree of Equivalence Equivalent

ISO 3696 : 1983 Water for analytical laboratory use-- Specification and test methods ISO 3100-1 : 1991 Meat and meat products -- Sampling and preparation of test samples -- Part 1: Sampling

Reagent grade water (third

Iwso 3100-1 : 1991 Meat and meat products -- Method of sampling

Identical

For the purpose of deciding whether a particular requirement of final value, observed or calculated, expressing the result of a test accordance with IS 2 : 1960 `Rules for rounding of numerical significant places retained in the rounded off value, should be the in this standard.

this standard is complied with the or analysis, shall be rounded off in values (revise@'. The number of same as that of the specified value
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Indian Standard

MEAT AND MEAT PRODUCTS METHODS OF TEST
( First Revision)
1 Scope

--

PART 10 MEASUREMENT OF PH -- REFERENCE METHOD

This International Standard specifies the reference method for measuring the pH of all kinds of meat and meat products, including poultry.
The method is applicable to products which may be homogenized carcass meat, quarters and muscles. and also to non-destructive measurements on

2

Normative

reference

The following normative document contains provisions which, through reference in this text, constitute provisions of this International Standard. For dated references, subsequent amendments to, or revisions of, this publication do not apply. However, parties to agreements based on this International Standard are encouraged to investigate the possibility of applying the most recent edition of the normative document indicated below. For undated references, the latest edition of the normative documents referred to applies. Members of ISO and IEC maintain registers of currently valid International Standards. ISO 3696, Water for ana/ytica/ /aboratory use -- Specification and test methods.

3

Term

and definition

,,
Standard, the following term and definition apply.

For the purposes of this International 3.1

pH of meat and meat products result of measurements performed in accordance with the procedure specified in this International Standard

4

Principle
electrode, which are placed in a

The potential difference is measured between a glass electrode and a reference sample or a sample extract of the meat or meat product.

5

Reagents

Use only reagents of recognized analytical grade, unless otherwise specified. 5.1

Water, complying with at least grade 3 in accordance with ISO 3696.
should in addition be freshly boiled or scrubbed with carbon-

The water used for preparing the buffer solutions dioxide-free nitrogen to remove carbon dioxide.
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5.2

Buffer solutions, for calibrating the pH-meter.

The following buffer solutions may be used: a) commercially available 0,01 pH units; ready-to-use buffer solutions with a guaranteed pH value, accurate to at least

b) c) 5.2.1

buffer solutions prepared from commercially self-prepared

available dry mixtures;

buffer solutions as described in 5.2.1 to 5.2.3.

Buffer solution, pH = 4,00 at 20 "C.
hydrogen phthalate at 110 "C to 130 "C until constant mass. Cool to ambient temperature in a

Dry potassium desiccator.

Dissolve 10,21 g of the dried potassium hydrogen phthalate volumetric flask. Dilute to the mark with water and mix.

in about 800 ml of water in a 1000 ml one-mark

The pH of this solution is 4,00 at O `C and at 10 "C, and 4,01 at 30 "C. 5.2.2

Buffer solution, pH = 6,88 at 20 `C.
(Na2HP04,

Dry potassium dihydrogen phosphate (KH2P04, anhydrous) and disodium hydrogen phosphate anhydrous) at 110 "C to 130 "C until constant mass. Cool to ambient temperature in a desiccator. Dissolve 3,40 g of the dried KH2P04 and 3,55 g of the dried Na2HP04 one-mark volumetric flask. Dilute to the mark with water and mix. The pH of this solution is 6,98 at O `C, 6,92 at 10 "C, and 6,85 at 30 "C. The solution can be stored in a refrigerator for up to 3 months. 5.2.3 Buffer solution, pH = 5,45 at 20 `C.

in about 800 ml of water in a 1000 ml

Dissolve 7,01 g of citric acid monohydrate (CfjH&H@) in about 500 ml of water in a 1000 ml one-mark volumetric flask. Add 375 ml of sodium hydroxide solution (5.3), dilute to the mark with water and mix. 5.3 Sodium hydroxide solution, c(NaOH) = 1,0 mol/1.

Dissolve 40 g of sodium hydroxide in water and dilute to 1000 ml, 5.4 Potassium chloride solution, c (KCI) = 0,1 mol/1.

Dissolve 7,5 g of potassium chloride in water in a 1000 ml one-mark volumetric flask. Dilute to the mark with water and mix. If muscle meat in prerigor condition is to be measured, glycolysis is stopped by adding 925 mg iodoacetic Iitre of solution. Adjust the pH of the solution with sodium hydroxide solution (5.3) to 7,0. 5.5 5.5.1 5.5.2 Cleaning liquids. Diethyl ether, saturated with water. Ethanol (C2H5C)H), 95 Y.volume fraction. acid per

2
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6

Apparatus

Usual laboratory apparatus and, in particular, the following. 6.1 Mechanical or electrical equipment, capable of homogenizing the laboratory sample. 4,0 mm in

This includes a high-speed diameter. 6.2

rotational cutter, or a mincer fitted with a plate with apertures not exceeding

pH-meter, with digital or analog display, accurate to the nearest 0,01 pH unit.

If a temperature-correction system is not provided, the scale shall apply to measurements at 20 "C. The device, shall be sufficiently protected from induction currents, due to external electric charges or currents, during the measurements. 6.3 Combined electrode, in which the glass indicator electrode and the Ag/AgCl or Hg/HgC12 reference

electrode are joined in one shaft.
The glass electrode may be spherical, conical, cylindrical or needle-shaped.
A separate glass and reference electrode with an easily restorable liquid junction may alsc be used, in order to cope NOTE with problems caused by greasy samples.

6.4 6.5

Shaft homogenizer, Magnetic stirrer.

capable of operating at a rotational frequency of 20000

rein-l.

7

Sampling
in this International Standard. A recommended sampling method is

Sampling is not part of the method specified given in ISO 3100-1 [1].

It is important that the laboratory receive a sample which is truly representative changed during transporl or storage. Proceed from a representative sample of at least 200 g.

and has not been damaged

or

8
8.1

Preparation

of test sample measurements
point of the sample for measurement of the PH. Proceed in accordance with clause 9.

Non-destructive

Select a representative 8.2

Destructive

measurements

Homogenize the laboratory sample with the appropriate equipment (6.1 ). Take care that the temperature of the sample material does not rise above 25 "C. If a mincer is used, pass the sample at least twice through the equipment. Fill a suitable airtight container with the prepared sample. Close the container and store in such a way that deterioration and change in composition are prevented. Analyse the sample as soon as practicable, but always within 24 h after homogenization.
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9

Procedure

NOTE If it is required to check whether the repeatability limit is met (11.2), carry out two single determinations in accordance with 9.2 to 9.4.

9.1

Calibration

of the pH-meter

Calibrate the pH-meter (6.2), using two buffer solutions with pH values spanning the expected sample PH value, at the temperature of measurement, while stirring with the magnetic stirrer (6.5).

If the pH-meter does not include a temperature-correction within the range (20 + 2) "C.

system, the temperature

of the buffer solution shall be

For homogenized products, proceed in accordance with 9.2.
For non-destructive 9.2 measurements, proceed in accordance with 9.4.

Test portion
chloride solution

Homogenize a certain mass of the prepared test sample (see 8.2) in 10 times as much potassium (5.4) by means of the shaft homogenizer (6.4). See also 5.4. 9.3

Measurement

on sample extract

Introduce the electrodes into the sample extract and set the temperature-correction system of the pH-meter (6.2) to the temperature of the extract. If there is no temperature-correction system, the temperature of the sample extract shall be within the range (20+2) "C. While stirring with the magnetic stirrer (6.5), measure the pH using the procedure appropriate to the pH-meter used. When a constant value has been reached, read the pH directly from the instrument, to the nearest 0,01 pH unit. Proceed in accordance 9.4 with 9.5.

Measurement

on sample

Pierce a hole in the sample with a knife or a sharp pin and insert the electrode without risk of breakage. Set the temperature-correction system of the pH-meter (6.2) to the temperature of the sample. temperature-correction system, the temperature of the sample shall be within the range (20 t 2) "C. If there is no

Measure the pH using the procedure appropriate to the pH-meter used. When a constant value has been reached, read the pH directly from the instrument, to the nearest 0,01 pH unit. For measurement on fresh meat, which is generally kept at temperatures use a pH-meter with a temperature-correction system. Repeat the measurement at the same point of incision, between O "C and 5 "C, it is necessary to

If it is considered useful to know the differences between the pH measured at several points in the sample, repeat the measurements at different points. The number of measuring points shall be a function of the nature and size of the sample.

4
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9.5

Cleaning

the electrodes

Clean the electrodes by wiping them with pieces of cotton wool wetted with diethyl ether (5.5.1) and ethanol (5.5.2) successively. Finally, wash them with water (5.1 ) and store them as described in the manufacturer's instructions.

10 Expression

of results measurements

10.1 Non-destructive

Take as the result the arithmetic mean of the two pH values obtained at the same point. Report the mean PH value for each point to the nearest 0,05 pH unit. When measurements have been made at different locations in the sample, make a sketch and indicate the points of measurement with their respective average pH values. 10.2

Homogenized

products

Report the result to the nearest 0,05 pH unit.

11 Precision 11.1 Interlaboratory tests
by interlaboratory tests carried out in accordance with ISO 5725 [2].

The precision of the method was established

11.2 Repeatability
The absolute difference between two independent single test results, obtained using the same method on identical test material in the same laboratory by the same operator using the same equipment within a short interval of time, will in not more than 5 0/~of cases exceed 0,04 pH units. The repeatability 11.3 standard deviation (s,) will be about 0,014 pH units.

Reproducibility

The absolute difference between two single test results, obtained using the same method on identical test material in different laboratories by different operators using differeht equipment, will in not more than 5 Y. of cases exceed 0,12 pH units. The reproducibility standard deviation (s~) will be about 0,042 pH units.

12 Test report
The test report shall specify -- -- -- -- all information necessary for the complete identification of the sample;

the sampling method used, if known; the test method used, indicating whether destructive or non-destructive measurements were applied;

all operating details not specified in this International Standard, or regarded as optional, together with details of any incidents which may have influenced the test result(s); the test result obtained, or the two test results obtained if the repeatability has been checked.

--
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